SOME THINGS YOU CAN'T 


...TO BE WITHOUT! II 

. . . and this new School Balance from OHAUS is one of them! 

Not just another compromise to take advantage of a wanting market but a balance 
“CLASSROOM ENGINEERED” to do a big job for you. 

Made with rugged die cast aluminum beam, and epoxy painted heavy zinc base, this 
School Balance is sensitive to everything but rough use. 

Color-coded pans (one yellow—one red) of stain resistant high impact Polystyrene plus 
the unique balance arrest for manual damping bring clarity and speed to your teaching 
... and ... this balance can handle those specific gravity assignments also. 

Designed and built by OHAUS... the big difference in this balance is LOW COST! 


Model 1200 


List Price $14.95 





CONVENIENT 
ZERO ADJUSTMENT 
WHEEL 


CAPACITY 2000 Grams 

SENSITIVITY .5 Gram 

ACCURACY: 

± .5 Gram to 1000 Grams 
± 1 Gram to 2000 Grams 


MANUAL DAMPING 
ARREST 

HANDY WEIGHT STORAGE: 

Recessed base accepts weifehts from 
1 to 50 grams and also provides the 
student with storage space for those 
small items being measured. Balance 
comes complete with these weights. 


OHAUS SCALE CORPORATION 

1050 Commerce Avenue, Union, N. J. 
dept. 








